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We present a new method for precision
measurement of the capture flux polariza-
tion of a polychromatic (white), continu-
ous cold neutron beam, polarized by a *He
spin filter. This method allows an in situ
measurement and does not require knowl-
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1. Introduction and Discussion

The *He nucleus absorbs neutrons through the reac-
tion *He +n — *H + p + 764 keV. The cross section is
very large (o, = 10666 b) when the spins are antiparal-
lel and very small when the spins are aligned. This
strong spin dependence makes polarized *He an ideal
spin filter for producing spin-polarized epithermal,
thermal, and cold neutron beams [1,2]. A *He neutron
spin filter can also be used as a neutron polarization
analyzer [3-5]. There are two standard methods for
polarizing the *He: spin exchange collisions with an
optically-pumped Rb vapor [1], and metastability-
exchange in excited *He [6].

Highly polarized (> 90 %) cold neutron beams are
used for measuring the parity-violating beta asymmetry
(4) and neutrino asymmetry (B) correlation coefficients
in neutron beta decay [7-9]. Because neutron decay is
such a simple system, these coefficients are directly
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related to the weak vector and axial vector coupling
constants gy and g,. Precision measurements of these
parameters can test the unitarity of the Cabibbo-
Kobayashi-Maskawa (CKM) matrix, provide limits on
weak scalar and tensor currents, right-handed currents,
conserved vector current (CVC) violation and second-
class currents, and other possible new physics beyond
the Standard Model of particle physics. These experi-
ments have or will be carried out at the NIST Center for
Neutron Research, the Institut Laue-Langevin in
Grenoble, France, and the new Spallation Neutron
Source in Oak Ridge, Tennessee. The parameters 4 and
B are currently known to a precision of about 1 % [10],
and the next generation experiments plan to push the
precision down to the 0.1 % level. To accomplish this,
cold neutron polarimetry at the most intense available
neutron beams must also reach a reliable precision of
0.1 %. Neutron polarimetry below the 1 % level of pre-
cision has been a notoriously difficult problem for these
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experiments. The objective of this paper is to outline a
method by which the polarization of a polychromatic
(white) cold neutron beam can be measured in situ at a
level of 0.1 % precision.

Consider a *He cell that contains atomic densities N}
and N; of the two spin states 3, with N} > N;. The total
atomic density is Ny;=N; + N; and we define the *He
polarization P; to be:

Ny - Ny
N,

The neutron absorption cross section o is inversely pro-

portional to neutron velocity, and therefore proportion-

al to the neutron’s deBroglie wavelength A. Therefore it
has a wavelength dependence:
]/1

where oy, = 5333 b is the absorption cross section for
unpolarized neutrons at the canonical thermal wave-
length A, = 0.180 nm. The neutron transmission of the
cell for neutron spin +7 is then:
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where Ti(A) is the transmission of the empty (evacuat-
ed) cell and x is the cell length. For an unpolarized
monochromatic (single wavelength) incident neutron
beam, the neutron polarization exiting the cell is:

p _T"-T" _T.(Ad)exp{—yxA}sinh{ Y AR} _

[ - - tanh{xﬂ’g}
T+T T, (A)exp{—xAicosh{ yAR}
C))
where
Gl
xX= (l_t: )Nsx (5)

is a fixed property of the cell. Note also that the ratio of
the total cell transmission with a polarized/unpolarized
cell is:
T(A,R)
T(A,P,=0)
so with a monochromatic beam, the neutron polariza-

tion exiting the cell is determined by transmission
measurements using the same cell polarized and unpo-

larized [1]:
P =J1—[—T(’1’P3 :O)J .
’ T(A,B)

= cosh{ AP} ©)

)
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At a pulsed (e.g., spallation) neutron source the neu-
tron wavelength in the cell is known by time-of-flight
from the target relative to the pulse, so Eq. (7) can be
used for precise polarimetry using a *He polarizer.
However at present, and for the foreseeable future, the
most intense cold neutron beams are at continuous,
reactor-based, neutron sources. A continuous source is
characterized by a time-independent, polychromatic
neutron wavelength spectrum, so Eq. (7) can be used
only with an upstream beam chopper or wavelength
selector, which significantly reduces the integrated neu-
tron fluence. Use of a separate *He analyzer cell at a
continuous source presents other technical problems.
Hence for a polychromatic neutron beam we must inte-
grate over wavelength [compare to Eq. (4)]:

_ In()T, (A)exp{—xAysinh{ yAB}d A
" (AT, (A)exp{—yA} cosh{ yAR} A’

@®)

Here n(A) is the beam wavelength distribution. This
expression cannot be simplified because the integrands
don’t cancel. For polarized neutron decay experiments
the more important quantity is the “capture flux” neu-
tron polarization which is weighted by A to reflect the
A weighting of neutron decay probability within the
experimental detector:

¢ In()AT, (A)exp{—xA}sinh{ YA B}d A
" [n(A)AT, (A)exp{—yA}cosh{ yAB}d A’

)

This is the quantity that must be measured precisely. An
experimental evaluation of the integrals in Eq. (9) is
difficult, and an overall determination of P to a preci-
sion of 0.1 % or better is problematic at a continuous
neutron source using existing methods.

We propose a novel approach to precise neutron
polarimetry on a polychromatic beam that promises to
achieve a precision of less than 0.1 %. The basic idea is
shown in Fig. 1. A polarized *He cell is used to produce
a polarized neutron beam with wavelength distribution
n*(A) and capture flux polarization P$ Eq. (9). The
beam passes through the experiment, and then through
two neutron detectors: a “thin” detector C, and a
“black” detector C,. The thin detector would be a foil of
a strong neutron absorber, such as °Li or '°B, thin
enough that the neutron transmission loss through the
foil is negligible. Neutrons are detected by counting the
reaction products. Such detectors have been used in
previous neutron decay experiments for absolute flux
measurements [11] and they work very well. A thin
detector of this type has an efficiency that is precisely
proportional to neutron wavelength (the 1/v law). The
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Fig. 1. Schematic representation of the proposed method.

black detector contains a thick absorber so that practi-
cally all incident neutrons are absorbed. A commercial-
ly-available *He ionization chamber would be suitable
for this.

The measured count rate in the thin detector C, is:

N, = Jsln *(A)AdA

=¢ jn(/l),lTE(;L) exp{—yAtcosh{ yAB}dA  (10)

and the measured count rate in the black detector C, is:

N, = j g,n*(A)dA

=¢, j n(A)T,(A)exp{—yAcosh{ yAR}A (1)

where ¢, and &, are wavelength-independent efficiency
constants. Now assume that P; is varied and that we can
measure:

‘ dn,

= gZJ‘n(}L)TE(}L) exp{—yA} Asinh{ yAB}dA (12)
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We find that, by combining Egs. (9), (10), and (12), we

have:
|ﬂ
pe—| & |l
tolex )N

(13)

Thus we have found a way to relate the precise capture
flux polarization P of a polychromatic beam to neu-
tron count rate measurements that are made in situ dur-
ing the experiment. We emphasize that Eq. (13) holds
for any neutron wavelength distribution, monochromat-
ic or polychromatic. With this method there is no need
to account for or measure the wavelength distribution
of the beam. Note that &, &, and y do not depend on
wavelength or *He polarization. They can be deter-
mined precisely by a separate calibration measurement
on a monochromatic beam. The most challenging part
of this scheme will be a precise measurement of
dN,/dP;. All other aspects should not present difficulty.

It is best to vary P; periodically so that data obtained
over many cycles can be combined to reduce the uncer-
tainty. For example, we could rotate the quarter-wave
plate on the laser source twice per day to reverse the
laser polarization. This would produce an exponential
sawtooth in P;, as shown in Fig. 2. It would also serve
as an additional spin-flip for the experiment, which is
useful for investigating systematic effects.

We find dNV,/dP; by combining the measured dN,/d¢
with the known function dP,/dz. Now N, will have time
dependence from the variation of P;, and also from the
beam intensity which is not constant. We can measure
the beam intensity independently using a black beam
monitor in an upstream part of the beam away from the
experimental beam. Neutron absorption rates in both
the beam monitor and the black detector C, will be

lime —

Fig. 2. The variation of P; with time if the laser polarization direction is reversed

periodically.
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about 10’ s so this can be done with very high statisti-
cal precision. The limit of our technique will be the pre-
cision on dPy/dt.

The polarized *He will produce a large NMR signal
so a precise relative determination of dP,/d¢ can be
made using NMR. We will also require an absolute cal-
ibration. The standard technique of absolute compari-
son to a water cell NMR signal will not be precise
enough for this purpose. Instead we propose to conduct
a separate measurement on a monochromatic neutron
beam, where we can compare the neutron beam polar-
ization determined simultaneously from Egs. (7) and
(13) to provide an absolute calibration of the NMR sig-
nal to a precision of within 0.1 %.
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